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Electron  and  Proton  Spectrometry 
in  the  AFGL  Auroral  E  Program 
I.  Experiment  Overview  and 
Preliminary  Electron  Data 


1.  INTRODUCTION 

One  of  the  experimental  objectives  of  the  AFGL  Auroral  E  Program  was  the 
in  situ  determination  of  electron  and  proton  spectra  in  the  continuous  (diffuse) 
aurora.  To  achieve  this  objective,  it  was  necessary  to  design  rocket-borne 
spectrometers  to  measure  the  energy  distribution  and  flux  of  electrons  over  the 
energy  range  from  <1  eV  to  20  keV,  and  of  protons  over  the  range  from  50  eV 
to  60  keV.  The  ovfrall  flUx  levels  in  these  ranges  were  expected  to  vary  by  more 
than  six  orders  of  magnitude.  Cylindrical  electrostatic  deflection  techniques  were 
used  as  a  basis  for  the  spectrometer  design.  Detailed  discussions  of  these  Instru- 
mental  techniques  can  be  found  in  Roy  and  Carette  ,  and  in  Servier.  The  rather 
substantial  range  of  energy  and  flux  levels  to  be  encountered  presented  problems 
that  required  a  series  of  design  compromises,  or  trade-offs,  between  mutually 
interdependent  instrument  parameters,  all  within  the  constraints  of  space  appro¬ 
priate  to  rocket  payloads.  The  electron-proton  spectrometer  that  ultimately 

Received  for  publication  2  April  1982 

1.  Roy,  D.,  and  Carette,  J.  D.  (1971)  Electrostatic  spectrometers.  III, 

Can,  J,  Phys. .  49)2138. 

2.  Servier,  K.  D.  (1972)  Low-Energy  Electron  Spectrometry.  John  Wiley, 

New  York. 


measure  electrons  and  protons  over  separate  but  overlapping  energy  ranges  by 
mesas  of  incrementally  stepped  scans.  Two  electron-proton  spectrometer  units 
were  planned  for  each  of  two  Taurus -Or  ion  rockets.  The  pair  of  units  in  each 
rocket  were  mounted  to  took  in  opposite  directions  to  obtain  more  complete  pitch' 
angle  information.  The  overall  experiment  priorities  were  set  as:  (1)  energy 
resolution  relative  to  expected  spectral  structure,  (2)  altitude  resolution,  and 
(3)  pitch-angle  resolution. 


ounted  in  the  two  rocket  payloads.  Figure  1  shows 
nit^ifi  schematic  form.  The  four  nested  analyzers. 
Cross  section  through  their  focusing  planes. 


0.5-  42«V  -  5.7- 

90  W  20  MV  00  MV 


i.  Schematic  Representation  of  Electron-Proton  Spectrometer  Units, 
in  Cross-Section  Through  Their  Focusing  Planes.  The  units  each  con 
four  separate  analyzers.  Channels  I.  UA,  IIB,  and  Ql,  nested  into  a 
assembly,  smt  designed  to  measure  die  species  shown  over  the  energy 
Indicated.  The  detector  elements  are  channel  electron  muttipltera 
mounted  at  the  exit  slits 


Electrons  (e  ),  and  protons  (p  ),  enter  through  the  collimating  apertures  indi¬ 
cated.  They  then  pass  into  the  analyzer  sections  where  they  are  deflected  accord¬ 
ing  to  their  energies  by  appropriate  voltage  differentials  AVA  applied  as  +1  /  2  AVA 
to  the  curved  deflector  plates  (shown  in  solid  black).  Finally,  they  are  detected 
by  the  channel  electron  multipliers  (CEM)  mounted  in  Kel-F  block  assemblies  at 
the  exit  slit  of  each  analyzer.  Analyzer  Channel  1  is  biased  to  measure  electrons 
between  0.5  eV  and  90  eV  in  64  incremental  steps;  it  has  a  deflection  angle  <t>  of 
127°  to  achieve  optimum  focusing  and  energy  resolution  since  the  most  marked 
spectral  structure  exists  in  this  region.  Analyzer  Channels  IIA  and  IIB  share  a 
common  deflector  plate  (center),  and  are  stepped  simultaneously  to  measure 
electrons  and  protons  in  the  energy  range  from  50  eV  to  20  keV.  A  deflection 
angle  <t  *  90°  was  chosen  for  these  analyzers  as  a  compromise  between  conflicting 
requirements  of  instrument  design.  In  this  case,  optimal  focusing  is  not  achieved, 
but  both  the  geometric  factors  and  energy  bandwidths  are  increased,  a  necessity 
of  low  anticipated  flux  levels.  The  consequent  degradation  of  resolution  can  be 
tolerated  because  no  marked  spectral  structure  was  expected  in  this  energy  range. 
For  similar  reasons,  <t>  is  set  at  60°  for  Energy  Channel  III,  which  is  biased  to 
measure  protons  between  5.7  and  60  keV  in  eight  incremental  steps.  The  three 
stepping  sequences  (IIA  and  IIB  share  a  common  stepped  supply)  are  synchronized 
at  the  first  step,  and  the  dwell  time  per  step  for  Analyzers  II  and  III  are,  respec¬ 
tively,  2  and  8  times  longer  than  for  Analyser  I  so  that  the  total  scan  time  for  all 
is  identical  (1.28  sec/scan).  This  allows  altitude  resolution  significantly  less 
than  2  km/scan  at  worst,  and  less  than  1  km/ scan  for  the  major  portion  of  the 
flight.  A  summary  of  these  and  other  relevant  design  parameters  is  given  in 
Table  1. 


Table  1.  Electron- Proton  Spectrometer  Design  Parameters 


Analyzer  Channel 

1 

IIA 

IIB 

III 

Species 

electrons 

electrons 

protons 

protons 

Energy  range,  EQ 

0.S-90  eV 

50  eV-20  keV 

50  eV-20  keV 

5.7-60  keV 

Mean  plate  radius,  r 

1.315  cm 

2.310  cm 

2.995  cm 

3.982  cm 

Plate  separation,  ap 

0.528  cm 

0.462  cm 

0.599  cm 

0.265  cm 

Deflection  angle,  « 

127° 

90° 

90° 

O 

o 

VO 

Analyzer  constant,  Eq/av^ 

1.244 

2.5 

2.5 

7.52 

Energy  resolution,  AE/E 

0.094 

0.21 

0.21 

0.28 

Stepping  Increment,  (En+1)/En 

1.08 

1.22 

1.22 

1.44 

No.  steps/scan,  n 

64 

32 

32 

8 

Dwell  time/step,  At 

20  msec 

40  msec 

40  msec 

160  msec 

2.2  Payload  Configuration 

Two  electron-proton  spectrometer  units  with  support  flight  electronics  were 
mounted  on  each  of  the  two  rockets.  Launch  was  planned  from  Poker  Flat  Research 
Range,  Alaska,  along  a  trajectory  of  030°  true  (000°  magnetic).  These  vehicles 
were  identified  as  13.030  and  13.031.  The  mounting  configuration  for  13.031  is 
shown  in  Figure  2.  The  aperture  axes  of  the  EPS  units  were  offset  from  the  rocket 
longitudinal  axis  (R  in  the  figure)  by  38°  for  both  the  forward-  and  aft-looking  units. 
The  aspect  angle  of  this  rocket  during  the  data-taking  period  was  planned  for  65°, 
and  the  roll  rate  was  planned  for  3  ±  1  rpm.  Thus,  the  aperture  "look"  axis  would 
describe  a  cone  during  vehicle  roll  that  at  one  limit  would  point  it  parallel  to  a 
line  13°  due  south  (magnetic)  of  the  zenith  and,  therefore,  parallel  to  the  geomag¬ 
netic  vector  Bg,  the  inclination  at  PFRR  being  77°  north.  The  total  angle  sub¬ 
tended  by  this  look  cone  would  then  be  76°,  as  illustrated  in  Figure  2,  so  that  the 
combined  aft  and  forward  instruments  would  sample  magnetic  pitch  angles  from  0° 
to  76°,  and  from  104°  to  180°.  At  a  3-rpm  roll  rate  this  would  sample  magnetic 
pitch  angles  at  7. 6° /sec  or  9. 73° /scan,  a  satisfactory  pitch-angle  resolution  for 
this  experiment.  Rocket  13.030,  considered  primarily  a  back-up  vehicle  for  this 
experiment,  was  constrained  by  requirements  of  another  onboard  experiment  to 
maintain  its  longitudinal  axis  oriented  toward  the  zenith,  an  aspect  angle  of  90°, 
during  the  data-taking  period.  In  this  case ,  the  EPS  aperture  axes  were  offset 
13°  so  as  to  include  a  zero  pitch  angle  in  its  coning  sample.  This  limited  the  look 
cones  to  magnetic  pitch  angles  between  0°  to  26°  and  154°  to  180°,  resulting  in  a 
magnetic  pitch-angle  sampling  rate  of  2. 6°/sec  or  3.3°/scan  at  a  3-rpm  roll  rate. 

Prior  to  launch,  both  forward  and  aft  payload  sections  were  enclosed  in 
vacuum-tight  compartments  that  allowed  them  to  be  purged  by  successive  cycles 
of  evacuation  and  dry  nitrogen  backfill  while  on  the  rails.  On  the  upleg  after 
launch,  the  nose  cones  and  aft  bulkheads  were  blown  away,  exposing  the  EPS  aper¬ 
tures  prior  to  the  data-taking  period. 

2.3  Calibration 

The  4  EPS  units,  16  analyzer  channels  in  all,  were  calibrated  at  the  Rice 
University  particle  detector  calibration  facility.  The  calibration,  an  involved 
procedure,  is  performed,  basically,  to  evaluate  empirically  the  expression  relat¬ 
ing  raw  signal  counts  to  absolute  differential  number  flux  J  in  units  of  (cm2  sec 
sr  eV)"1,  where 


Gj.  is  the  geometric  factor  in  cm  sr  a?')  is  critically  dependent  on  the  physical 
dimensions  of  collimator  and  analyzer  geometry;  AE  is  the  energy  bandwidth, 
which  is  also  highly  dependent  on  physical  analyzer  parameters;  and  77  is  a  factor 
less  than  unity  that  accounts  for  the  effects  of  detector  (CEM)  efficiency,  fringing 
fields,  etc.  Although  the  four  instruments  were  identical  in  design,  the  fabrica¬ 
tion  and  assembly  of  individual  components  to  the  highly  precise  tolerances  re¬ 
quired  is  difficult  to  achieve.  For  cylindrical  deflection  analyzers  where  0  7*  127°, 
moreover,  there  is  no  suitable  method,  at  present,  of  calculating  energy  band- 
width  &E  accurately  .  Added  to  this  is  the  problem  of  potentially  large  variations 
in  detector  (channel  electron  multiplier)  response  efficiency  to  different  particles 
and  varying  energies;  therefore,  a  careful  and  precise  calibration  of  each  Individ 
ual  analyzer  unit  planned  for  flight  on  a  spacecraft  is  of  critical  importance.  A 
summary  of  the  results  of  this  calibration  is  shown  in  Table  2. 


Table  2.  Electron- Proton  Spectrometer  Calibration  Data 


EPS-1 
(031  Fwd) 

EPS-2 
(030  Fwd) 

EPS-3 
(030  AFT) 

EPS-4 
(031  AFT) 

CHANNEL  I 

Geometric  Factor 

2.92  *  10'4 

3.34  «  10‘4 

3.88  x  10‘4 

3.71  x  10*4 

Analyzer  Constant 

1.3S 

1.35 

1.35 

1.35 

AE/E 

0.145 

0.144 

0.138 

0.140 

Solid  Angle 

o  •  7.5* 

o*9* 

«  -  9" 

a  -  8.5* 

A  •  14* 

A  •  14* 

A  *  14* 

A  ■  13* 

CHANNEL  I la 

Geometric  Factor 

1.25  x  10'3 

1.27  x  10‘3 

1.39  x  10"3 

1.56  x  10"3 

Analyzer  Constant 

2.47 

2.46 

2.46 

2.48 

AE/E 

0.180 

0.180 

0.180 

0.178 

Solid  Angle 

« •  ir 

®  •  12* 

«  *  12* 

«  *  12.5* 

A  ■  13.5* 

A  *  12* 

A  ■  ir 

A  *  12* 

CHANNEL  lib 

Geometric  Factor 

8.03  »  10'4 

4.06  x  10*4 

5.45  x  10‘4 

4.33  x  10'4 

Analyzer  Constant 

2.58 

2.54 

2.66 

2.66 

AE/E 

0.118 

0.124 

0.122 

0.131 

Solid  Angle 

'  •  ■  9.5* 

«  •  12. or 

«  ■  11.5* 

«  •  ll.S* 

A  •  icr 

A  •  8.5* 

A  ■  8.0* 

A  •  9.5* 

CHANNEL  III 

Geometric  Factor 
Analyzer  Constant 
•E/E 

Solid  Angle 

1.10  «  10‘3 
7.90 

0.283 

•  •  3.4* 

A  •  11.0* 

2.06  x  I0’3 
7.68 

0.274 

«  ■  7.7* 

A  •  io.r 

1.87  x  10’3 
7.83 

0.262 

a  •  4.5* 

A  *  11.0* 

1.82  x  10*3 
7.68 

0.269 

«  ■  5.8* 

A  •  ll.S* 

3.  Arnow,  M.  (1976)  Electrostatic  cylindrical  spectrometers,  J.  Phys.  E: 
Sci.  Instrum. .  9i378.  “ 
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ROCKET  NO. 
13.031 


N  (Mag) 
(030°  True) 


Figure  2.  In-Flight  Configuration  of  Rocket  13.301  and  Payload.  Vehicle  as¬ 
pect  and  roll  were  maintained  by  an  on-board  attitude  control  system.  The  tra¬ 
jectory  ground  path  was  due  north  (magnetic):  the  forward  and  aft  electron  -proton 
spectrometer  (EPS)  units  were  offset -mounted,  as  shown,  so  that  their  aperture 
axes  Ax  described  a  cone  during  vehicle  roll.  Each  cone  subtended  a  total  angle 
of  approximately  76*,  aligned  so  that  at  one  position  each  axis  was  parallel  to  the 
geomagnetic  vector  thus  allowing  the  forward  unit  jo  sample  pitch  angles 
between  180  and  104  .and  the  aft  unit  between  0  and  76 


It  is  not  surprising  that  in  some  cases  there  appear  large  deviations  in  the  data 
of  this  table,  in  particular  the  geometric  factor.  Figures  3a  through  3d  are  typi¬ 
cal  computer  plots  obtained  during  this  calibration  at  the  Rice  University  facility. 
These  show  relative  signal  in  counts /sec  on  the  vertical  axis  as  a  function  of  the 
angles  «  and  0  in  the  two  orthogonal  planes  normal  to  the  aperture  plane,  to  illus¬ 
trate  typical  instrument  response  near  center  energy  for  the  four  analyzer 
channels. 


3.  FLIGHT  PERFORMANCE 


The  rockets  were  launched  from  Poker  Flat  Rocket  Range  into  a  diffuse  aurora 
during  the  night  of  6  March  1981.  Rocket  number  13.030  was  launched  at  2209.00 
local  time  (0809  UT),  reaching  an  apogee  of  156.4  km;  13. 031  was  launched  at 
2226:00  LT,  reaching  an  apogee  of  169.7  km.  Both  rockets  performed  well.  This 


CHANNEL  I 
(109  «V) 


CHANNEL  nb 
(5000  «V) 


is  illustrated  in  Figure  4,  which  shows  pitch  angle  (and  altitude)  as  a  function  of 
time  after  launch  for  13. 031.  The  aspect  angle  and  roll  rate  were  well  established 
before  the  EPS  units  were  turned  on  (97  seconds  into  the  flight),  and  were  main¬ 
tained  closely  during  the  data -acquisition  period.  The  plot  shows  a  roll  rate  of 
almost  exactly  3  rpm,  and  a  pitch-angle  sampling  segment  of  about  75°,  which  is 
very  close  to  the  planned  performance. 

Useful  data  were  returned  from  all  four  channels  on  three  of  the  four  payloads 
throughout  the  flights.  The  forward  section  on  13.030  experienced  an  electronics 
failure  during  the  upleg  and  returned  only  partial  data.  Examination  of  the  analog 
housekeeping  records  later  stripped  from  the  telemetry  tape  indicate  that  this  was 
due  to  the  failure  of  a  40  V  power  supply  on  this  payload. 

4.  PRELIMINARY  DATA 

At  this  writing,  the  flight  data  have  not  been  reduced  completely.  The  most 
fully  evaluated  data  to  date  have  been  those  of  the  lower  energy  electrons.  R  is 
here  that  the  most  marked  spectral  structure  is  present.  Immediately  noteworthy 
in  these  data  was  clear  evidence  that  both  vehicles  had  acquired  a  very  low  level 
of  skin  charge  Vg  during  flight,  less  than  0.  5  V,  as  compared  with  the  1-2  V  skin- 
charge  levels  normally  encountered  in  daytime  midlatitude  flights.  This  will  be 
discussed  further  in  a  later  paragraph.  Figure  5  is  a  three-dimensional  computer 
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Figure  4.  Pitch  Angle  and  Altitude  as  a  Function  of  Time  After  Launch  for 
Rocket  13.031.  The  point  at  which  the  EPS  units  were  turned  on  in  this  flight 
is  indicated 
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plot  representing  individual  energy  spectra  obtained  from  Energy  Channel  I  for 
the  entire  flight  of  the  forward-looking  Instrument  on  13.031.  Electron  differen¬ 
tial  number  fluxes  over  some  four  orders  of  magnitude  are  shown  on  the  vertical 
axis  versus  energy  between  0. 5  and  96  eV  plotted  on  the  conventional  x  axis. 

Shown  along  the  third  axis  are  the  204  individual  spectral  scans  obtained  during 
the  261  sec  data-acquisition  period  of  this  flight;  these  are  marked  off  in  10  scan 
intervals  along  this  axis,  with  corresponding  altitudes  shown  in  parentheses  at 
every  20th  scan.  The  lower  numbered  scans  represent  upleg  data,  apogee  was 
reached  at  scan  numbers  87-88,  and  the  remaining  scans  are  downleg  data.  The 
deep  excursions  seen  around  scan  numbers  5,  90,  and  126  are  due  to  short-lived 
electronic  transients;  these  were  seen  in  the  data  from  all  energy  channels  of  thl« 
instrument  simultaneously,  and  can  be  ignored. 

Typical  individual  spectra  at  various  altitudes  for  this  analyser  channel  can 
be  seen  more  clearly  in  the  two-dimensional  computer  plot  of  Figure  6a.  For 
comparison.  Figure  6b  shows  equivalent  spectra  obtained  from  the  downward  look¬ 
ing  instrument  on  13. 030.  There  do  not  appear  to  be  any  large  differences  in  flux 
values,  or  in  the  overall  structure,  between  forward-  and  aft -looking  analyzers 
in  these  data,  which  were  obtained  from  two  different  rockets  flown  17  min  apart. 
The  spectra  obtained  from  the  remaining  low-energy  channels,  13. 030  forward 
and  13.031  aft,  were  essentially  identical  to  the  foregoing,  as  shown  in  Figures  6c 
and  6d.  The  data  in  Figure  6c  were  limited  to  upleg  measurements,  due  to  the 
flight  electronics  failure  in  the  13. 030  forward  payload  mentioned  previously.  All 
of  these  spectra  show  the  plateau  or  valley-like  structure  around  2. 5  eV,  which  is 
attributed  to  energy  loss  caused  by  resonant  vibrational  excitation  of  Ng.  Although 
the  2-5  eV  region  to  which  this  spectral  feature  is  confined  represents  a  very 
small  part  (<0. 02  percent)  of  the  total  electron  energy  range  of  concern  In  this 
experimental  program,  the  spectra  here  are  of  sufficient  importance  to  merit 
further  discussion.  Data  relating  to  (his  region,  therefore,  are  presented  in 
more  detail  In  the  Appendix. 

The  higher  energy  electron  data  from  the  I  LA  channels  have  been  less  fully 
reduced.  Figure  7  shows  typical  spectra  up  to  4  keV  obtained  from  all  three 
experimental  payloads  that  returned  data.  Those  spectra,  taken  at  the  two  common 
altitudes  shown,  indicate  that  the  1  keV  flux  levels  measured  by  the  forward- 
looking  instrument  (downcoming  electrons)  wers  s  factor  of  2  to  3  greater  then  the 
aft-looking  analyzer  on  the  same  rocket,  13. 031.  The  forward  payload  on  13. 030, 
as  mentioned  earlier,  failed  early  in  flight,  but  data  from  the  aft  Instrument  on 
this  rocket  agree  very  closely  at  common  altitude  with  those  obtained  by  the  aft 
counterpart  on  13. 031  flown  17  minutes  later.  There  was  a  50  eV  overlap  in  the 
energy  ranges  covered  by  the  two  analyzer  channels  I  and  IIA  (from  40  to  90  eV) 
that  allowed  a  quantitative  comparison  of  the  electron  flux  levels  simultaneously 
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Figure  6a-d.  Energy  Spectra  Obtained  From  the  Four  Low-Energy  Electron 
Channel*  at  Various  Attitudes.  Only  partial  data  was  obtained  from  13. 030  Fwd. 
(Fig.  6c)  due  to  an  electronics  failure  in  that  payload  section 


measured  by  each  and.  thereby,  an  Inflight  quasi  calibration.  An  example  of  this 
is  included  in  Figure  7  where  the  small  solid  circles  show  data  points  from  both 
of  the  Channel  I  analysers  on  13.031  corresponding  to  the  simultaneously  obtained 
data  from  both  HA  analysers  on  this  rocket  at  apogee.  As  shown,  the  quantitative 
agreement  in  the  overlap  range  is  well  within  statistical  limits,  and  supports  a 
reasonably  good  confidence  factor  for  the  data  within  this  energy  region. 
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Appendix  A 


Tht  2-5  eV  Region  of  Electron  Energy  Spectra 


The  plateau  or  valley-like  structure  due  to  N2  vibrational  losses  appears  in 

all  spectra  shown  in  Figures  6a  through  fid.  This  structural  feature  has  been  seen 

previously  in  rocket  measurements  of  midlatitude  daytime  thermospheric  photo- 
4  5  6 

electrons,  and  by  satellite  instruments.  '  The  observed  prominence  of  this 

structure,  that  is,  the  depth  of  the  valley  at  about  2. 5  eV  with  respect  to  the  peak 

at  about  4  eV,  has,  in  all  cases,  been  less  than  that  generally  predicted  by 
7-9 

theory.  In  the  present  experiment,  this  valley  is  even  less  prominent  than 
the  valley  observed  by  essentially  identical  instrumentation  used  for  the  rocket 
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that  they  did  not  merit  plotting  on  Figure  Al.  Another  significant  discrepancy  be¬ 
tween  measurement  and  generally  accepted  theory  has  been  an  observed  reversal 
and  decline  in  the  prominence  of  this  structure  in  the  thermospheric  photoelectron 
spectra  as  altitude  decreased  below  about  140  km.  This  is  illustrated  in  the 
photoelectron  data  of  Figure  Al,  and  is  in  contrast  to  theoretical  predictions 
that  the  feature  should  continue  to  increase  in  prominence  as  altitude  decreases 
below  this  140  km  region.  As  also  shown  in  Figure  Al,  however,  no  such  rever- 
j  sal  appears  indicated  in  the  auroral  electron  data  from  both  aft-looking  instru¬ 

ments  down  to  about  110  km.  The  much  weaker  prominence  of  this  structure 
found  in  the  data  from  the  upward -looking  instruments  does  not  allow  discernment 
of  any  trend  as  a  function  of  altitude. 

Profiles  of  fixed -energy  flux  values  versus  altitude  at  several  representative 
energies  are  shown,  with  pitch  angle  0  data  superimposed,  in  Figure  A2.  There 
are  observable  oscillations  in  some  of  these  flux  value  curves.  The  oscillations 
are  most  prominent  at  the  lower  energies.  A  direct  relationship  between  pitch- 
angle  cycling  and  the  low-energy  flux  variations  is  apparent.  An  analysis  of  elec¬ 
tron  trajectories  that,  as  a  function  of  pitch  angle,  should  fall  within  the  accept¬ 
ance  cone  of  the  analyzer,  aperture  for  this  payload /vehicle  configuration,  rules 
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Figure  A2.  Constant  Channel  I  Energy  Profiles  at  Several  Fixed  Values,  Along 
With  Corresponding  Pitch-Angle  Values,  as  a  Function  of  Altitude.  The  flux  oscil 
lations  at  the  lower  fixed  energies  are  discussed  in  the  text 
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out  geomagnetic  shadowing  as  a  cause  of  this  behavior.  For  1  eV  electrons,  the 
onset  of  such  shadowing  would  not  occur  until  a  pitch -angle  differential  A  6  >  75° 
was  reached  (6  =  105°  in  Figure  A2);  for  higher  energies,  greater  AOs  could  be 
tolerated,  a  condition  not  encountered  on  this  flight. 

These  cyclic  lower  energy  flux  variations  were  almost  certainly  due  to  the 
effects  of  geomagnetic  field  penetration  into  the  deflection  chamber  of  the  analyzer. 
One  of  the  compromises  required  in  the  mechanical  design  of  this  payload  was  the 
necessity,  for  practical  engineering  reasons,  of  omitting  mu-metal  shielding 
around  the  analyzers.  It  was  known  that  this  would  have  virtually  no  impact  on 
energies  above  about  10  eV  in  a  total  experimental  range  extending  to  20  keV  for 
electrons.  Balanced  against  the  additional  cost  and  complications  that  the  addition 
of  effective  mu-metal  shielding  would  impose  on  the  fabrication  and  assembly  of 
these  prototype  instruments  under  the  time  constraints  that  were  involved,  this 
omission  was  considered  necessary.  The  pitch-angle  sampling  was  a  requirement 
of  the  higher  energy  measurements,  and  was  simply  to  be  tolerated  by  the  low- 
energy  experiment  because  isotropy  was  expected  throughout  the  altitude  range  of 
these  measurements.  The  effect,  then,  on  the  very  low  energy  signal  resulting 
from  the  absence  of  shielding  became  the  observable  function  of  pitch  angle  varia¬ 
tions  shown  in  Figure  A2.  This  makes  it  possible  to  assess,  to  a  degree,  the 
extent  of  data  degradation  that  resulted,  and  to  support  a  conclusion  that  the  spec¬ 
tral  shape  of  the  2-5  eV  structure  was  not,  in  relative  terms,  significantly  changed 
as  a  result.  In  fact,  these  spectra  can  be  viewed  as  about  qualitatively  equal  to 
the  corresponding  photoelectron  spectra  for  the  following  reason:  Even  where 
effective  shielding  is  present,  as  was  the  case  for  all  the  thermospheric  photo¬ 
electron  measurements,  the  determination  of  absolute  flux  values  in  this  low- 
energy  region  is  normally  very  difficult  because  of  the  effects  of  vehicle  skin 
charge  V  .  Corrections  must  be  made  for  this,  and  are  accurate  only  to  the 
extent  to  which  V  can  be  determined  accurately.  V  values  encountered  in  the 
m'dlatitude  daytime  photoelectron  flights  were  consistently  in  the  1-2  V  range, 
as  determined  by  the  difference  between  measured  and  known  energies  associated 
with  established  processes  that  produce  spectral  structure.  Skin  charge  can 
usually  be  determined  to  an  accuracy  of  *0,5  V  for  this  instrumentation.  Correc¬ 
tions  for  an  estimated  Vg  =  1.  5  V  in  this  accuracy  range  result  in  quantitative 
uncertainties  of  nearly  *  40  percent  in  the  absolute  flux  of  3  eV  electrons.4 
Although  this  uncertainty  declines  very  rapidly  as  energy  increases,  it  is  sub¬ 
stantial  in  the  0-3  eV  spectral  region.  In  the  present  experiment,  however,  Vg 
levels  of  less  than  0.5  V  were  encountered  during  both  flights,  greatly  reducing 
the  attendant  quantitative  uncertainties.  The  absence  of  magnetic  shielding,  in 
this  case,  produced  uncertainties  of  an  equal  magnitude  at  this  energy  level.  The 
fixed  energy  profiles  at  2. 4  and  3.  7  eV  in  Figure  A2  indicate  flux  variations  of 
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about  ±  30  percent  from  a  median  value,  and  their  departure  from  a  true  value  in 
absolute  terms  cannot  be  assessed  accurately.  These  two  energies  approximately 
represent  the  valley  and  peak  points,  respectively,  although  for  these  particular 
data  the  shape  is  more  that  of  a  plateau,  so  that  one  profile  curve  virtually  repli¬ 
cates  the  other.  This  replication  serves  to  illustrate  more  clearly  the  synchro¬ 
nous  nature  of  these  flux  variations,  which  provides  evidence  that  the  shape  of 
this  structure  in  the  2-5  eV  region  is,  in  relative  terms,  depicted  with  reasonable 
accuracy  in  the  energy  spectra  of  Figure  6a  through  6d.  The  near  congruence  of 
these  fixed -energy  data  point  curves  is  to  be  expected  from  the  fact  that,  within 
a  given  energy  scan,  these  points  on  the  spectra  were  sampled  for  20  msec  periods, 
100  msec  apart.  The  roll  rate  of  this  vehicle  resulted  in  a  pitch-angle  sampling 
rate  of  about  7. 5° /sec,  which  represents  a  pitch-angle  difference  of  <  1°  between 
these  major  points  in  the  structure.  Figure  A2  also  shows,  as  expected,  that  the 
flux  variations  of  the  constant  energy  profiles  decrease  as  energy  increases,  and 
that  at  the  14. 6  eV  point  these  are  indiscernible  in  the  statistical  fluctuations. 
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